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Objective: To assess the feasibility of visualizing hand and foot tendon anatomy and disorders by Gemstone Spectral 
Imaging (GSI) high-definition CT (HDCT). 

Materials and Methods: Thirty-five patients who suffered from hand or foot pain were scanned with GSI mode HDCT and 
MRI. Spectrum analysis was used to select the monochromatic images that provide the optimal contrast-to-noise ratio (CNR) 
for tendons. The image quality at the best selected monochromatic level and the conventional polychromatic images were 
compared. Tendon anatomy and disease were also analyzed at GSI and MRI. 

Results: The monochromatic images at about 65 keV (mean 65.09 + 2.98) provided the optimal CNR for hand and foot 
tendons. The image quality at the optimal selected monochromatic level was superior to conventional polychromatic images 
(p = 0.005, p < 0.05). GSI was useful in visualizing hand and foot tendon anatomy and disorders. There were no statistical 
differences between GSI and MRI with regard to tendon thickening (x 2 = 0, p > 0.05), compression (x 2 = 0.5, p > 0.05), 
absence (X 2 = 0, p > 0.05) and rupture (X 2 = 0, p > 0.05). GSI was significantly less sensitive than MRI in displaying tendon 
adhesion (x 2 = 4.17, p < 0.05), degeneration (x 2 = 4.17, p < 0.05), and tendinous sheath disease (X 2 = 10.08, p < 0.05). 
Conclusion: GSI with monochromatic images at 65 keV displays clearly the most hand and foot tendon anatomy and 
disorders with image quality improved, as compared with conventional polychromatic images. It may be used solely or 
combined with MRI in clinical work, depending on individual patient disease condition. 
Index terms: Dual energy CT; Spectral imaging; Magnetic resonance imaging; Tendon 



INTRODUCTION 

Tendon and ligament imaging is problematic for routine 
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computed tomography (CT), with low specificity and 
sensitivity, limiting applications in this area (1). Magnetic 
resonance imaging (MRI) has fine soft-tissue contrast 
resolution and multi-planar capability, making it a useful 
tool in diagnosis (2), but the long duration and high cost 
of MRI and occasional contraindications limit usefulness 
in this application. Recently the emergence of gemstone 
spectral imaging (GSI) technique may allow broader 
application in musculoskeletal diseases by dint of its high 
resolution and spectral imaging, especially for tendons and 
ligaments (3, 4). The aim of this study was to investigate 
the primary value of GSI in hand and foot tendon anatomy 
and disease diagnosis. 
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MATERIALS AND METHODS 

Patient Informations 

From October 2010 to May 2011, thirty-five patients 
(22 men and 13 women) who suffered from hand or foot 
disease were scanned with GSI mode by high-definition CT 
(HDCT) and MRI. Patients experienced one or more of the 
following symptoms: extension and flexion dysfunction, 
pain and deformation after hand or foot surgery, hand 
or foot external injury, hand or foot pain, and activity 
limitation. The age range was 18-64 years with a mean 
age of 35.8 years. All patients provided informed written 
consent and all the cases were confirmed by operation or 
follow-up. The tendon disorders included adhesion (n = 
16), thickening (n = 14), compression (n = 12), absence 
(n = 10), rupture (n = 11), degenerative type (n = 6), and 
tendinous sheath diseases (n = 25). Twenty-one patients 
were treated surgically, and the remainder's diagnoses were 
confirmed by the combination with patient history, clinical 
signs and other information with the consensus of surgeons 
and radiologists. Each type of tendon disorder follows: 
1) The tendon margin was rough, and the boundary with 
surrounding soft tissues was unclear, in adhesion type. 2) 
The tendon diameter was increased, and the boundary was 
clear, in thickening type. 3) The tendon itself was normal, 
but compressed or shifted from primary location because of 
external lesions, in compression type. 4) With part or the 
whole tendon loss, normal tendon tissues were not found in 
original area, in absence type. 5) The tendon's continuity 



Table 1. Scan Parameters of GSI for Hand and Foot Tendons 



CT Parameters 


Details 


Scan mode 


Musculoskeletal GSI-18 body- 
medium 0.6 sees 20 mm 


Tube voltage 


140 kV/80 kV 


Tube current 


Less than 640 mAs 


Rotation time 


0.6 s/rot 


Pitch 


0.531 


Colli mation 


20 mm 




Hand: prone, head first, both 




hands extending upward 


Position 


orthogonal to the patient's 
body 

Foot: supine, foot first, 
neutral position (both feet) 


Scan slice thickness 


5 mm 


Reconstruction slice thickness 


0.625 mm 


CTDIvol 


18.25 mGy 


Note.— GSI = gemstone spectral imaging, CTD = CT dose 
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was broken, and the broken ends of ruptured tendons were 
always contracted, in rupture type. 6) Tendon degeneration 
demonstrated the pathological changes of chronic injury. 7) 
Tendinous sheath diseases included inflammation and cyst 
lesions. 

Equipment and Scanning Techniques 

We used spectral HDCT (GE Discovery CT750 HD; GE 
Healthcare, Milwaukee, WI, USA) in GSI mode and 1.5T 
MRI (GE signal 1.5T HD; GE Healthcare, Milwaukee, WI, 
USA). When imaging a hand, the patient was placed in a 
prone position with arms above the head and the forearm 
in maximun pronation. When imaging a foot, the patient 
was placed in neutral supine position. The patients were 
scanned bilaterally with GSI for contrast. The detailed scan 
parameters are listed in (Tables 1, 2). 

GSI Image Postprocessing 

Selection of the Optimal Monochromatic Image 

The monochromatic images with the slice thickness of 
0.625 mm and spacing of 0.625 mm were sent to a special 
GSI viewer for analysis. The keV of optimal contrast-to- 
noise ratio (Optimal CNR) for viewing tendons compared 
to surrounding muscle and other soft tissues was selected 
using energy spectrum analysis software (Fig. 1). Each 
patients were measured for three times. 



Table 2. Scan Parameters of MRI for Hand and Foot Tendons 



MR Parameters 


Details 


Coil 


8-channel head and neck coil 


Scanning position 


Transverse section, oblique sagittal 


section, coronal section 




FSE PD fat-suppression 


Scanning sequence 


(TR: 2000, TE: 15.5) 
FSE Tl (TR: 500, TE: 8.8) 
FSE T2 (TR: 3300, TE: 85) 




Hand: prone, head first, 




diseased hand extending upward 


Position 


orthogonal to the patient's body 
Foot: supine, foot first, neutral 
position (diseased foot) 




12-cm for axial images, 


Field of view 


16-cm for coronal and sagittal 
images 


Matrix 


256 x 192 


No. of excitations 


2 


Note.— MR = magnetic resonance, FSE PD = fast spin echo proton 


density weighted image, TR = repetition time, TE = echo time 
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The Capability of Visualizing Normal Hand and Foot 
Tendons 'Anatomy 

Images with the optimal selected monochramatic level 
were transferred to an AW 4.4 workstation (GSI viewer 
2.00 and GE VolumeShare 4 AW 4.4, GE Healthcare). Two 
radiographers performed the post-processing. Image- 
processing techniques including volume rendering (VR), 
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multiple planner reconstruction (MPR), and curved planner 
reconstruction (CRP) were used to observe the tendons' 
anatomy in non-diseased hand and foot. The emphasis of 
the observation was tendon's shape, density and stop point. 

Normal tendons were evaluated as follows (5): 1) The 
tendon's stop points displayed: clearly, 2 points; fuzzily, 
1 point; could not be displayed, 0 point. 2) The tendon's 




B 

Fig. 1. Optimal CNR for hand and foot tendons. 

A. Normal tendon and surrounding muscles as regions of interest. B. According to spectral curve, monochromatic images at about 65 keV were 
found to provide best CNR. CNR = contrast-to-noise ratio 



Table 3. Normal Hand Tendon Display with GSI (20 Normal Hands) 



Tendon 


Score for Stop 
Point 


Score for 
Shape 


Total Average 
Scores 


Stop Point Position (No. of Patients) 


Flexor pollicis longus muscle tendon 


40 


40 


4 


Base of distal phalanx of thumb (20) 


Extensor pollicis longus muscle tendon 


40 


40 


4 


Base of distal phalanx of thumb (20) 


Extensor pollicis brevis muscle tendon 


40 


40 


4 


Base of proximal phalanx of thumb (20) 


Abductor pollicis longus muscle tendon 


40 


40 


4 


Base of first metacarpal (20) 


Flexor carpi radialis muscle tendon 


22 


40 


3.1 


Base of second metacarpal bone (14) 
navicular bone of hand (6) 


Musculus flexor digitorum sublimis 
tendon 


0 


40 


2 


<> 


Musculus flexor digitorum profundus 
tendon 


40 


40 


4 


Base of distal phalanx of 2-5 finger (20) 


Musculus flexor carpi ulnaris tendon 


40 


40 


4 


Lenticular bone of hand (20) 


Long radial extensor carpal muscle tendon 


40 


40 


4 


Base of second metacarpal bone (20) 


Musculus extensor carpi radialis brevis 
tendon 


40 


40 


4 


Base of middle metacarpal bone (20) 


Extensor digitorum tendon 


0 


40 


2 


Base of middle phalanx of 2-5 finger, 
becoming dorsal aponeurosis (20) 


Musculus extensor indicis tendon 


0 


40 


2 


Becoming dorsal aponeurosis (20) 


Extensor digiti minimi muscle tendon 


0 


40 


2 


Becoming dorsal aponeurosis (20) 


Extensor carpi ulnaris muscle tendon 


40 


40 


4 


Base of fifth metacarpal bone (20) 



Note. — GSI = gemstone spectral imaging 
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shape displayed: clearly, 2 points; fuzzily, 1 point; could 
not be displayed, 0 point. 

Image Quality Evaluation 
The image quality at the optimal selected monochromatic 

Table 4. Normal Foot Tendon Display with GSI (15 Normal Feet) 
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level and the conventional polychromatic images were 
compared. Comparison included the following four 
parts with four scores in all: the shape of tendons, the 
attachment points of tendons, image noise and the contrast 
of tendon and surrounding tissues. 



Tpnrlnn 

1 CI IUUI 1 


Score for 
Stop Point 


Score for 
Shape 


Total Average 
Scores 


OLUp rUIIIL IUjILIUII IInU. Ul luLICIILoi 




Achilles tendon 


30 


30 


4 


Calcaneal tubercle (15) 












Medial surface of internal cuneiform 




Anterior tibial muscle tendon 


30 


30 


4 


bone (8) 

Medial surface of internal cuneiform 
bone and base of first phalanx (7) 




Extensor pollicis longus muscle tendon 


30 


30 


4 


Base of distal phalanx of hallux (15) 




Long extensor muscle digits tendon 


30 


30 


4 


Middle phalanx of 2-5 toes, becoming 
dorsal aponeurosis (15) 




Long fibular muscle tendon 


27 


30 


3.80 


Base of first metatarsal bone and 
internal cuneiform bone (15) 




Musculus fibularis brevis tendon 


30 


30 


4 


Trochanter of fifth toe (15) 




Musculus fibularis tertius tendon 


28 


30 


3.87 


Base of fifth toe (15) 




Flexor pollicis longus muscle tendon 


30 


30 


4 


Base of distal phalanx of hallux (15) 




Flexor digitorum longus muscle tendon 


30 


30 


4 


Base of distal phalanx of 2-5 toes (15) 




Tibialis posterior muscle tendon 


25 


30 


3.67 


Navicular bone (13) 





Note. — GSI = gemstone spectral imaging 




Fig. 2. Normal tendons (volume rendering images). 

A. Normal hand tendons, 1. Musculus flexor digitorum sublimis/profundus tendon, 2. Flexor pollicis longus muscle tendon, 3. Flexor carpi radialis 
muscle tendon, 4. Musculus flexor carpi ulnaris tendon. B. Normal foot tendons, 1. Extensor pollicis longus muscle tendon, 2. Long extensor 
muscle digits tendon, 3. Long fibular muscle tendon, 4. Musculus fibularis brevis tendon, 5. Musculus fibularis tertius tendon. 
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Comparison of GSI and MRI in the Diagnosis of Hand and 
Foot Tendon Disorders 

Selected optimal monochromatic images were transferred 
to an AW 4.4 workstation where image-processing 
techniques including VR, MPR and CPR, were applied. Two 
radiologists observed and diagnosed the GSI and MRI 
images. Comparison of the two imaging modalities were 
analyzed. 

Statistical Analysis 

SAS 9.0 software was used for statistical analysis. A 
standard non-parametric test of two independent samples 
(Mann-Whitney U test) was used to analyze the imaging 
quality at different imaging modalities. Tendon disorders 
in GSI and magnetic resonance (MR) image were compared 
using x 2 test adjusted for paired fourfold table and p < 0.05 
was considered statistically significant. 

RESULTS 

The Optimal Selected Monochromatic Image for Hand 
and Foot Tendon Display 

The monochromatic images at about 65 keV (mean 65.09 
± 2.98) were found to provide the best CNR for hand and 
foot tendons across three replications (Fig. 1). 

Tendon Anatomy Display with GSI 

Most hand and foot tendons were displayed clearly with 
GSI (Tables 3, 4). Normal tendons were always shown as 
smooth, continuous, with steady density and clear edge (Fig. 
2). However, some problems remained. The stop points of 
tibialis posterior tendon, flexor carpi radialis muscle tendon 
and long fibular muscle tendon were not shown clearly 
since the deep position was covered with many muscles. 



The distal end of digit extensor tendon and musculus flexor 
digitorum sublimis tendon were too tenuous to find with 
GSI. We could also detect some tendon variations. For 
example, tibialis posterior tendons in six patients were 
found extending through para-ankle central bone and two 
of them felt complaint. 

Image Quality Evaluation at the Optimal Selected 
Monochromatic Level and the Conventional Polychromatic 
Images 

The scores of the monochramatic images at 65 keV and 
the conventional polychromatic images were 3.33 ± 0.48 
and 2.87 ± 0.73. This difference is statistically significant 
statistical (p = 0.005, p < 0.05), meaning that the 
image quality at 65 keV was superior to the conventional 
polychromatic images (Table 5) (Fig. 3). 

Comparison of GSI and MRI in the Diagnosis of Hand and 
Foot Tendon Diseases 

Gemstone spectral imaging and MRI both displayed 
most tendondisorders. The comparison of GSI and MRI 
in displaying basic tendon disorders is provided in Table 
6. There were no statistical differences between GSI and 
MR imaging with regard to tendon thickening (x 2 = 0, p > 
0.05), compression (x 2 = 0.5, p > 0.05), absence (x 2 = 0, p 
> 0.05) and rupture (x 2 = 0, p > 0.05). GSI was significantly 
less sensitive than MRI in displaying tendon adhesion (x 2 

Table 5. Scores of Image Quality with Different Imaging 
Modalities 



Scores 


Monochramatic images at 65 keV 


3.33 ± 0.48 


Conventional polychromatic images 


2.87 + 0.73 


t 


2.93 


P 


0.005 















MM 


< 






* 





A B 
Fig. 3. Comparison with different imaging modalities. 

A. Monochramatic images at 65 keV. B. Conventional polychromatic images. Though image noise in former image was larger, edge of tendons was 
displayed more sharply and image contrast was better (window width/level: 185/55). 
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Table 6. Tendon Diseases Detected with GSI and MRI 



Methods Thickening 


Absence 


Compression 


Rupture 


Adherence 


Degeneration 


Tendinous Sheath Diseases 


GSI 13 (92.8) 


9 (90) 


10 (83.3) 


9 (81.8) 


9 (56.2) 


0 


9(36) 


MRI 12 (85.7) 


8 (80) 


9(75) 


10 (90.9) 


15 (93.7) 


6 (100) 


21 (84) 


Final results 14 


10 


12 


11 


16 


6 


25 


Note. — GSI = gemstone spectral imaging 







A B 
Fig. 4. Tendon adherence after trauma in left hand. 

A. Gemstone spectral imaging volume rendering images can clearly display whole relationship of adhesive flexor tendon and phalanges (arrow) 
MRI coronal T1WI cannot present whole relationship of tendons and phalanges in two-dimensional image (arrow). T1WI = Tl weighted image 



B. 



= 4.17, p < 0.05), degeneration (x 2 = 4.17, p < 0.05), and 
tendinous sheath disease (x 2 = 10.08, p < 0.05). Using 
three-dimensional volume rendering, GSI displayed the 
tendons' whole shape and relationship with other tissues 
more directly than MRI. (Figs. 4-8) 

DISCUSSION 

Hand and foot tendon injuries are very common in 
routine work. Diagnosis is usually based on trauma history 
and clinical examination in the absence of direct imaging 
modality. MRI, because of good tissue contrast resolution, 
remains the gold standard for musculoskeletal imaging 
(6). However, there is a wide range of situations when MRI 
cannot be performed, such as patients with pacemakers 
or claustrophobia, or in emergency situations. Though CT 
techniques was earlier used to diagnose tendon injuries 
and proved to be a useful tool, tendon imaging is still 
weak with conventional CT for lack of density contrast 



(7, 8). Recently, a new technique with higher soft tissue 
resolution, GSI, may improve the application of tendon 
imaging for multi-detector computed tomography (MDCT). 

Now GSI images can be obtained from HDCT (GE Discovery 
CT750 HD; GE Healthcare, Milwaukee, WI, USA). This 
spectral CT has undergone many technical innovations, such 
as momentary switching between high and low energy (140 
kV and 80 kV) in a single X-ray tube, a high-performance 
gemstone detector, and powerful image post-processing. 
This makes material differentiation with monochromatic 
energy feasible (9, 10). The monochromatic imaging can 
help to eliminate the ray-hardening artifacts, optimizes 
imaging quality, and increases image contrast (11). With 
GSI imaging, we can get 101 monochromatic images from 
40 keV to 140 keV. The use of optimal monochromatic 
energy allows selection of the best CNR image for tendon 
and surrounding tissues. In this study, the monochromatic 
images at about 65 keV provided the best CNR for hand 
and foot tendons, with quality superior to conventional 
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polychromatic images. Most hand and foot tendons could be 
shown clearly, including the tendon shape and stop points. 
These improvements result in a great increase in the ability 




Fig. 5. Stretching function of thumb is constrained after left 
external wrist and hand injuries. Absence of extensor pollicis 
longus tendon, extensor pollicis brevis tendon, extensor carpi radialis 
longus and brevis were displayed in left hand with gemstone spectral 
imaging volume rendering image. We could not find any tendon tissues 
in original area and radialis soft tissues were thickening (arrow). 
Opposite hand tendons were normal: 1. Extensor pollicis longus 
tendon, 2. Extensor pollicis brevis tendon, 3. Extensor carpi radialis 
longus and brevis. 




Fig. 6. Achilles tendon rupture after trauma. Gemstone spectral 
imaging volume rendering image showed that superior part of achilles 
tendon's continuity was broken (arrow). Broken ends of ruptured 
tendons were contractural and circumambient soft tissues wereswollen. 
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of GSI to display minor lesions. 

The chief advantage of GSI over MRI and sonography 
is the ability to provide a three-dimensional (3D) display 
of tendons (12). Although MRI can make 3D acquisition 
now, it requires long scanning times and the resolution 
is poor. Many patients cannot tolerate staying in one 
position for long durations, especially for surgical trauma 
(13). MDCT in combination with 3D image reconstruction 
has shown to be useful for the evaluation of a variety of 
tendon abnormalities (5, 7). MDCT may serve as a valuable 
alternative imaging tool for the assessment of soft tissues 
when ultrasound or MRI cannot be used; for example, in 
the presence of large open wounds or when there is post 
surgical metallic hardware close to the anatomical area of 
interest (14). Ohashi et al. (15) showed that VR technique 
with MDCT could display various kinds of tendon injuries 
for fracture more directly. We also found that GSI images 
with 3D model could detect tendon diseases such as tendon 
thickening, absence, compression and rupture more directly 
than MRI. These direct reconstruction images help define 
the best surgical procedure and post-operative therapy for 
specific injury. 

However, GSI also has limitations in visualizing hand 




Fig. 7. Compression of tendon. Oblique sagittal MPR of gemstone 
spectral imaging found mass located in proximal phalanx bottom 
of little finger. Vicinal flexor tendon was compressed with shape 
change, but tendon itself was normal (arrow). Enchondroma with 
tendon compression were comfirmed by operation. MPR = multiplanar 
reconstryction 
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A B 
Fig. 8. Fiftysix year old male patient experienced slight claudication for fifteen years but no pain after surgery for fracture of left 
lower leg. 

A. Achilles tendon was not found abnormal in gemstone spectral imaging images. B. In MRI FS PDWI images, high signal in strip can be seen 
(arrow). Combined with disease history and clinical signs, degenerative changes of achilles tendon were considered. 



and foot tendons, such as the inner lesions of tendons 
and paratendons. In this study, there were six tendon 
degeneration and twelve tendinous sheath disorders missed 
in GSI because no change of density could be found, 
although detected readily with MRI. This problem might be 
resolved by using spectral analysis. The change of spectral 
analysis curve might suggest presence of tendon injuries 
before density changes appear. The cases in this study were 
too few to examine this. We hope to examine this in further 
studies. Furthermore, not all tendons could be shown clearly 
with GSI, especially in the distal end of digit extensor 
tendon and musculus flexor digitorum sublimis tendon, 
limiting application in this area. Another shortfall of GSI 
is the radiation dose. The average radiation dose in GSI 
mode may be increased for switching between high and low 
energy. In this study, the average CTDIvol was 18.25 mGy, 
much higher than routine CT (5, 16), so it is prohibited for 
pregnant women and children. 

In our study, the number of patient cases was so small 
that we could evaluate only the primary effectiveness of 
GSI and MRI. Further studies should properly classify the 
injury lesions detection of GSI. 

In summary, we consider that GSI with monochromatic 
images at 65 keV improves the image quality. GSI can 
show tendons' whole shape, stop points and many 



conditions, such as tendon thickening, compression, 
absence and rupture more directly than MRI. So it is well- 
suited to patients with acute external injuries, extremity 
malformation, mental disorders and other patients who 
are contraindicated for MRI examination. But GSI has less 
sensitivity in displaying tendon adherence, degeneration 
and tendinous sheath diseases than MRI. Therefore, 
the examination method should be chosen in line with 
condition type and individual situation. 
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